Introduction
============

The number of patients with a need for orthopedic implants, such as internal fixation, external fixation, and prostheses, has increased rapidly over the past few years. Infection and poor osseointegration are two of the main causes of implant failure. Despite strict sterilization procedures, infection rates have been reported to be 1%--4% in primary total joint replacement.[@b1-ijn-8-4379],[@b2-ijn-8-4379] Furthermore, the rate of implant infection can be as high as 50% when the bone is fixed with external fixators.[@b3-ijn-8-4379] Therefore, there is a tremendous need for improvement of antimicrobial prophylaxis in orthopedic implants. In general, antimicrobial prophylaxis could be any measure taken in order to prevent implant infection.

Bacterial adhesion is known to be the first and most important step in biofilm formation.[@b4-ijn-8-4379],[@b5-ijn-8-4379] Once biofilms have formed on the implants, they can be very difficult to treat.[@b6-ijn-8-4379],[@b7-ijn-8-4379] Preventing bacterial adhesion plays a key role in preventing implant infection.[@b4-ijn-8-4379],[@b5-ijn-8-4379] Current common strategies for infection prevention and treatment include systemic antibiotic treatment and the use of antibiotic-loaded cement; however, systematic drug treatment entails several drawbacks, such as poor bioavailability, low efficacy, lack of selectivity, and toxicity.[@b8-ijn-8-4379] Local delivery of antibiotics is thought to be safer and more effective compared with systematic administration.[@b9-ijn-8-4379]--[@b11-ijn-8-4379] The use of bone cement loaded with antibiotics has become increasingly adopted in the management of infected joint arthroplasty and infection prophylaxis in primary joint replacement.[@b11-ijn-8-4379] However, the use of cementless orthopedic implants has increased over the years, especially in relatively young patients.[@b12-ijn-8-4379] Unfortunately, orthopedic cementless implants have not been established yet for the purpose of infection prophylaxis through the use of local antibiotics.

Titanium and its alloys are widely used in orthopedic implants because of their good biocompatibility and mechanical properties. The oxide layer (mainly TiO~2~) is spontaneously formed at its surface when exposed to air.[@b13-ijn-8-4379] However, the native TiO~2~ layer is bioinert,[@b13-ijn-8-4379] and the lack of juxtaposed bone osseointegration into titanium might lead to implant failure. Recent studies have demonstrated that altering the titanium implant-surface topography leads to bone cell-function improvement.[@b14-ijn-8-4379]--[@b22-ijn-8-4379] TiO~2~ nanotube (NT) layers fabricated on the surface of the titanium by electrochemical anodization have received considerable attention in orthopedic research, due to their increased osseointegration compared to that of unanodized titanium.[@b15-ijn-8-4379],[@b18-ijn-8-4379],[@b22-ijn-8-4379] Furthermore, conventional titanium could be transformed into a novel drug-eluting nanotubular titanium.[@b23-ijn-8-4379],[@b24-ijn-8-4379] Recently, Ercan et al reported that NTs showed robust antibacterial properties in vitro.[@b25-ijn-8-4379] However, the in vivo antibacterial efficacy of the NTs is generally unknown. Popat et al reported that NTs loaded with gentamicin decreased bacterial adhesion and improved osteoblast function in vitro.[@b24-ijn-8-4379] However, to our knowledge, there has been no study to report the in vivo antimicrobial properties of NTs loaded with antibiotics.

The primary purpose of our study was to evaluate the antibacterial ability of TiO~2~ nanotubes loaded with vancomycin (NT-V) in vitro and in vivo. The secondary purpose was to evaluate the biocompatibility of the NT-V, and the third purpose was to evaluate the antibacterial ability of the NTs in in vitro and in vivo environments.

Materials and methods
=====================

Fabrication of TiO~2~ nanotubes on implants
-------------------------------------------

The protocol for the preparation of NTs on titanium by anodization was followed as previously described.[@b26-ijn-8-4379] In brief, the NTs were fabricated on the titanium substrates (Alfa Aesar, Ward Hill, MA, USA; 99.8% pure) by using an electrolyte with 0.5 vol% hydrofluoric acid at 20 V for 30 minutes. A platinum electrode served as the cathode. The specimen was cleaned using deionized water, and the samples were sintered at 500°C for 2 hours. The surface morphologies of the NTs were studied by scanning electron microscopy (SEM) (S-3400; Hitachi, Tokyo, Japan). The NTs used for this study were about 80 nm in diameter and 800 nm in length ([Figure 1A](#f1-ijn-8-4379){ref-type="fig"}). For in vitro studies, the samples were made into slices (1 × 1 cm). For in vivo studies, the implant rods (1 mm in diameter and 20 mm in height) were implanted into the femur of Sprague Dawley (SD) rats ([Figure 2A](#f2-ijn-8-4379){ref-type="fig"}--[C](#f2-ijn-8-4379){ref-type="fig"}). All the samples used for cellular research and animal experiments were sterilized by ethylene oxide using an ethylene oxide sterilizer (ZMW-300 L; Southern Medical Equipment, Guangzhou, People's Republic of China) before use.

Drug loading and release from the nanotubes
-------------------------------------------

The vancomycin (Sigma-Aldrich, St Louis, MO, USA) was loaded into the NTs by a simplified lyophilization method. In brief, 1,000 mg of vancomycin was dissolved in 10 mL of phosphate-buffered saline (PBS; Sigma) solution (100 mg/mL). The surface of the NTs was cleaned with deionized water before vancomycin loading. Then, 20 μL of the drug solution was pipetted onto the implant surface. The implants were gently shaken to evenly spread the drug solution on the surface. The materials were dried for 1 hour at room temperature. After drying, the loading step was repeated. The surface vancomycin concentration was adjusted to 500 μg/cm^2^. The protocol to release the drug from the NTs was followed as previously described.[@b24-ijn-8-4379],[@b27-ijn-8-4379] In brief, the surface was immersed in 500 μL of PBS in a twelve-well plate (Corning, Corning, NY, USA) at room temperature with orbital shaking of 70 rpm. A 200 μL sample was taken after specific time intervals to determine the release kinetics. The solution was restored to 500 μL by the addition of 200 μL of fresh PBS each time. The extract was analyzed for drug concentration using an ultraviolet spectrophotometer (Nano-Photometer®; Implen, Munich, Germany) at 237 nm. A standard curve was created for vancomycin concentration using certain known vancomycin concentrations. The vancomycin concentration in the PBS was then determined based on the standard curve.

Bacterial culture
-----------------

Antibacterial ability was evaluated using *Staphylococcus aureus* (29213; American Type Culture Collection, Manassas, VA, USA). The vancomycin minimal inhibitory concentration (MIC) for *S. aureus* was 0.5 μg/mL in this study. The *S. aureus* was cultured in Luria--Bertani (LB) agar plates (Corning). Before bacterial inoculation, the *S. aureus* was prepared in LB medium at 37°C for 24 hours. The bacterial concentration was adjusted to a final density of 10^7^ colony-forming units (CFU)/mL for the in vitro study. However, it was adjusted to a final density of 10^8^ CFU/mL for the in vivo study. Bacterial concentration was assessed via a simple optical density measurement.

Antibacterial effect of NTs in vitro
------------------------------------

### Bacterial adhesion

Bacterial adhesion was investigated on commercially pure titanium (Cp-Ti), NTs, and NT-V using a live/dead backlight bacterial viability kit (Syto-9 and propidium iodide \[PI\]) (Life Technologies, Carlsbad, CA, USA) and SEM (S-3400; Hitachi). For the in vitro study, the bacteria were resuspended to a final density of 10^7^ CFU/mL. Each sample was cultured in 1 mL of this bacteria suspension in LB medium (Sigma-Aldrich) at 37°C for 2 and 6 hours. At the end of the incubation period, the substrates were washed three times with 3 mL of sterile PBS. Half of the substrates were stained with Syt 0--9 and PI stain for 15 minutes in the dark. The samples were visualized and analyzed for the live/dead bacterial ratio under a confocal laser-scanning microscope (CLSM) (Fv10i; Olympus, Tokyo, Japan). The living cells appeared in green, while the dead cells appeared in red. Bacterial cell counts were completed in a 200 × 200 μm field of view and were repeated three times for each sample. The difference in the numbers of dead bacteria on each sample was statistically analyzed. Furthermore, other samples were also observed with SEM. The samples were fixed in 2.5% glutaraldehyde for 1 hour, followed by a PBS wash. The samples were then dehydrated in serial concentrations of ethanol: 75%, 80%, 90%, 95%, and 100% (15 minutes each). All the samples were further dried with a critical point dryer and were sputter-coated with gold. They were then observed under SEM at an accelerating voltage of 10 kV.

### Microbiological evaluation (planktonic bacterial viability)

The brain--heart infusion (BHI) agar plates were used to determine planktonic bacterial cell vitality. A total of 100 μL of each culture medium was placed into BHI agar plates after being cultured with metal materials and was incubated at 37°C for 24 hours to determine the number of bacteria alive.

In vivo study design
--------------------

The in vivo study consisted of three groups with a total of 36 SD rats. Each group consisted of 12 animals. All the experiments were carried out in conformity with the guidelines on the protection of animals used in experiments. A total of 36 3-month-old male SD rats (350--400 g each) were used for this study. The SD rats were obtained from the Laboratory Animal Holding Unit, China Medical University. For the in vivo study, the bacterial density was diluted to 10^8^ CFU/mL. Each inoculation volume was 100 μL for the in vivo infection study, which was equivalent to 10^7^ CFU. The rats were randomly divided into three groups and were implanted with the bacteria-contaminated rods in their femoral canal. These groups included 1) 12 rats that were implanted with Cp-Ti rods contaminated with bacteria, 2) 12 rats that were implanted with NT rods contaminated with bacteria, and 3) 12 rats that were implanted with NT-V rods contaminated with bacteria. All the animals were killed after 30 days, and histological and microbiological methods were used to detect the infection. The study and its design were approved by the local animal committee (First Affiliated Hospital of Chinese Medical University, Shenyang, People's Republic of China).

Surgical procedures
-------------------

Prior to the surgery, animals were anesthetized with 10 mg/kg of xylazine (Fujian Fukang Pharmaceutical, Fuzhou, People's Republic of China) and 80 mg/kg of ketamine (Fujian Fukang Pharmaceutical) injection. Following anesthesia, the skin was shaved and cleaned with povidone iodine. The intercondylar fossa of the femur, which was the deep notch between the medial and lateral femoral condyle ([Figure 2B](#f2-ijn-8-4379){ref-type="fig"}), was approached via a 1 cm anteromedial incision, followed by dislocation of the patellar tendon ([Figure 2A](#f2-ijn-8-4379){ref-type="fig"}). A hole was drilled into the femoral intercondylar fossa with a 2 mm Kirschner wire ([Figure 2B](#f2-ijn-8-4379){ref-type="fig"}). The bacteria were injected into the femoral canal at the same time as the materials' implantation. The *S. aureus* bacterial suspension (10^7^ CFU/100 μL) was introduced into the femoral canal through the hole in the femoral intercondylar fossa. A 16 G needle was inserted into the femoral canal next to the rods, and a total of 100 μL of the *S. aureus* suspension (10^7^ CFU) was introduced into the femoral canal. After the implantation and bacterial inoculum, the hole in the intercondylar fossa was sealed with bone wax. The fascia and subcutaneous layers were closed, and a postoperative X-ray ([Figure 2C](#f2-ijn-8-4379){ref-type="fig"}) was performed with a mobile X-ray machine (Mobilett XP Hybrid; Siemens, Munich, Germany). Animals were killed after 30 days following the implantation by administration of an overdose of xylazine and ketamine.

Clinical assessment
-------------------

Thirty days following the surgery, the rats were killed and the femurs were longitudinally cut into two parts. During the dissection in order to harvest the bone, the soft tissue and the intramedullary cavity were assessed for pus and abscess formation on the femur.

Microbiological evaluation
--------------------------

The LB agar plates were used for microbiological evaluation. The infection was determined based on the positive bacterial culture growth on the plates. The rods were carefully removed from the femoral canal under sterile conditions. The rods were rolled out over the plates. Swabs were taken from the tissues surrounding the rods. The swabs were weighed and subsequently ground in PBS. The swabs were then placed into the LB plates, which were incubated at 37°C for 24 hours. The number of CFUs was counted on each plate and expressed as CFU/mg. The average of all three dilutions was calculated to obtain the number of CFUs for each sample.

Cell culture
------------

Mouse osteoblasts (MC3T3-E1, CRL-2593) were cultured in α-medium with 10% fetal bovine serum (Life Technologies) and 1% penicillin/streptomycin (HyClone; Thermo Fisher Scientific, Logan, UT, USA) in a humidified atmosphere at 37°C in 5% CO~2~. The culture medium was replaced every other day, and the cells were passaged once at 80% confluence. The osteoblasts were seeded onto Ti, NT, and NT-V substrates at an initial density of 10^4^ cells/cm^2^.

Cell adhesion and proliferation
-------------------------------

The osteoblasts were seeded (10^4^ cells/cm^2^) on the sample surface. Osteoblast adhesion was investigated at 6 and 24 hours, and cell proliferation was investigated on days 3 and 5. The cells were stained with 4′,6-diamidino-2-phenylindole (Life Technologies) and were counted under the CLSM. Cell proliferation was also determined on the materials (Cp-Ti, NTs, and NT-V) by 3-(4,5-dimethylthiazol-2-yl)-2,5-diphenyltetrazolium bromide (MTT; Life Technologies) assay. The MC3T3-E1 cells were cultured onto the bare Ti, NT, NT-V substrates at an initial density of 1 × 10^4^ cells/cm^2^. After being cultured for 1 and 3 days, the samples were washed in PBS and transferred to a new 12-well cell-culture plate for analysis. The MTT solution (1 mL) was added to each well and was incubated at 37°C for 4 hours in a 5% CO~2~ incubator. The MTT solution was discarded, and 1 mL dimethyl sulfoxide was added into each well and pipetted up and down several times in order to make sure the formed formazan dyes were completely dissolved. Optical density was measured at the wavelength of 570 nm by a spectrophotometer (Spectramax 384 Plus; Life Technologies).

Cell-morphology observation
---------------------------

The osteoblasts were seeded onto Ti, NT, and NT-V substrates at an initial density of 10^4^ cells/cm^2^. The osteoblast cells were observed on the implant on days 1 and 3 with SEM. SEM preparation was previously described in this paper.

Cell viability
--------------

Cell viability was determined by acridine orange/ethidium bromide (AO/EB) assay. The osteoblasts were cultured onto the bare Ti, NT, and NT-V substrates at an initial density of 2 × 10^4^ cells/cm^2^. After 12 and 24 hours, the samples were washed in PBS. The living and dead cells were stained with AO/EB at room temperature and observed on the CLSM.

Statistical analysis
--------------------

Statistical analysis was performed using Student's *t*-test using SPSS 13.0 software (IBM, Armonk, NY, USA). The hypothesis was that vancomycin coating could reduce infection rates by 50% and would be deemed to have statistical significance in the vivo study. Statistical significance was set at *P*\<0.05.

Results and discussion
======================

Bacterial adhesion is the first and most important step of implant infection.[@b4-ijn-8-4379],[@b5-ijn-8-4379] Preventing bacterial adhesion could be an attractive way to prevent implant infection. Ercan et al[@b25-ijn-8-4379] reported that NTs had robust in vitro antibacterial ability, and demonstrated that NTs with larger diameter (80 nm) had better antibacterial ability than those with smaller diameter in vitro. Popat et al loaded NTs with gentamicin, showed that nanotubular features could be effectively filled with the drug, and significantly reduced *Staphylococcus epidermidis* adhesion.[@b24-ijn-8-4379] However, there have been no previous in vivo studies reporting on NTs loaded with antibiotics. Therefore, the present study focused on assessing the antibacterial ability of NTs (80 nm diameter) and NT-V both in vivo and in vitro. Vancomycin was chosen as the loading drug for several reasons. First, it is effective against most kinds of bacteria, such as methicillin-resistant *S. aureus* and methicillin-resistant *S. epidermidis*.[@b28-ijn-8-4379] Second, a toxic dose of vancomycin is up to 1,000 μg/mL, which is relatively low compared with other commonly used antibiotics, such as gentamicin, tobramycin, and rifampicin.[@b29-ijn-8-4379],[@b30-ijn-8-4379] Ideally, the drug should not have interfered with the cellular processes if the drug was released at physiologically relevant rates. The dosage of the vancomycin in this study was 500 μg/cm^2^.

Fabrication of the TiO~2~ nanotubes
-----------------------------------

[Figure 1A](#f1-ijn-8-4379){ref-type="fig"} shows an SEM image of NTs (diameter of 80 nm and length of 800 nm), which were fabricated on the titanium surface using an anodization voltage of 20 V for 30 minutes. The NTs were vertical and were uniformly distributed over the titanium. It is well known that the diameter and length of NTs can be precisely controlled by varying the anodization voltage and time.[@b15-ijn-8-4379]--[@b21-ijn-8-4379] In this study, we investigated the antibacterial ability and biocompatibility of the NTs (80 nm in diameter and 800 nm in length), which were filled with vancomycin in vitro and in vivo.

Drug loading and release
------------------------

[Figure 1B](#f1-ijn-8-4379){ref-type="fig"} shows the release data obtained from the NTs (80 nm in diameter and 800 nm in length). As expected, the NT drug release could be divided into two parts: initial burst release and relatively slow release. Other reports have shown similar release times.[@b24-ijn-8-4379],[@b27-ijn-8-4379] [Figure 1C](#f1-ijn-8-4379){ref-type="fig"} shows concentrations of approximately 600 μg/mL at 15 minutes, 142.5 μg/mL at 60 minutes, and 45 μg/mL at 180 minutes in vitro, which were much higher than that of the MIC of the *S. aureus* in this study (0.5 μg/mL). The 210-minute release of vancomycin mainly enhanced initial antibacterial efficacy. Rapid drug release from the implants inhibited bacterial invasion and prevented early contamination of the implant site. About 58% of the vancomycin was released from the NTs in the first 15 minutes, and the relative release was completed over the following 180 minutes. However, a drug-release model can hardly concisely reflect in vivo drug-release kinetics. The implant was placed in the femoral canal, which was mainly surrounded by blood or hematoma (such as the femoral component of prosthesis in the total hip arthroplasty) in a closed environment. The hematoma, a localized collection of blood outside the blood vessels in liquid form, was not refreshed so quickly (40% medium was refreshed in the in vitro drug-release model each time). In our opinion, when the drug-loaded substrates were implanted into the bone, the implants were surrounded with bone and hematoma. Therefore, the drug-release kinetics were mainly dependent upon the surrounding hematoma. Other techniques have been reported to prolong drug release from NTs, such as calcium and phosphorus crystal coverage, as well as polymer and vacuum-loading techniques.[@b31-ijn-8-4379]--[@b34-ijn-8-4379] Further improvements in regard to filling methods would be required in order to prolong drug release.

### Antibacterial ability in vitro

Bacterial adhesion was investigated on Cp-Ti, NT, and NT-V samples. The samples were removed and rinsed with PBS at the end of the prescribed time. The bacteria were stained with Syto-9 and PI for 15 minutes in the dark. Live (green) and dead bacteria (red) were observed by the CLSM. The adhesion and morphology of the bacteria were also investigated by SEM. In addition, the viable bacteria (planktonic bacteria) were investigated in the medium by agar plating. The antibacterial effect on the substrates and the planktonic bacteria in the medium was evaluated, as shown in [Figure 3A](#f3-ijn-8-4379){ref-type="fig"}--[D](#f3-ijn-8-4379){ref-type="fig"}. The results showed that the NT-V effectively reduced bacteria adhesion after 6 hours of culture. No live bacteria grew on the surface of the NT-V or in the culture medium. We found that bacteria morphology was impaired on the surface of NT-V ([Figure 3A](#f3-ijn-8-4379){ref-type="fig"}). The presence of live bacteria in the medium was investigated by agar plating. The medium showed positive bacterial growth in both Cp-Ti and NT groups, with no bacteria growth for the NT-V group. There was a statistically significant reduction in the infection rates in the NT-V group compared to those of the NT and Cp-Ti groups (*P*\<0.01). However, there was no statistically significant difference between the NT and Cp-Ti groups.

Ercan et al[@b25-ijn-8-4379] reported that NTs had a robust antimicrobial effect and that 80 nm-diameter NTs had the most robust antimicrobial effect. In this study, we found that the NTs reduced bacterial adhesion onto the NT surface. Anodization will leave inorganic residue (like \[TiF~4~\]^2−^) on the implant surface. The NTs were sintered at 500°C for 2 hours in our experiments, and the fluorine content was evaporated during sintering.[@b25-ijn-8-4379] Ercan et al[@b25-ijn-8-4379] and Puckett et al[@b35-ijn-8-4379] pointed out that the NTs with high fluorine content on anodized Ti could increase bacterial adhesion on the surface of the anodized Ti. Ercan et al[@b25-ijn-8-4379] further pointed out that heat treatment of NTs (the fluorine content evaporated during sintering) had a tendency to decrease the number of adherent bacteria. As shown in [Figure 3C](#f3-ijn-8-4379){ref-type="fig"}, there was an approximately 40% decrease in bacterial adhesion (both dead and live bacteria) on NTs compared to that of the Cp-Ti after 6 hours. This suggested that the NTs could reduce the *S. aureus* adhesion. However, we found that the NTs did not kill all the bacteria surrounding the implant ([Figure 3A](#f3-ijn-8-4379){ref-type="fig"}--[D](#f3-ijn-8-4379){ref-type="fig"}). The bacteria could survive on the NT surface, particularly when the NTs were covered with protein ([Figure 3A](#f3-ijn-8-4379){ref-type="fig"}). [Figure 3A](#f3-ijn-8-4379){ref-type="fig"} shows that the bacteria survived on the NT surface; however, the bacterial morphology was impaired on the NT or NT-V surface, as shown by SEM, but not when the surface was covered with matrix constituents. Therefore, the NTs that were covered with different matrix constituents formed a microenvironment, which might have been beneficial for bacterial survival. Ercan et al[@b25-ijn-8-4379] and Puckett et al[@b35-ijn-8-4379] reported that the surface topography, crystalline structure (anatase or rutile), and contact angle of the water influenced antibacterial ability. However, the NTs absorbed the matrix constituents (such as proteins), which could influence their antibacterial ability. Once the NTs were covered with matrix constituents, their antibacterial ability was impaired. This observation regarding bacterial survival on NTs covered with matrix constituents could be useful in anti-infective biomaterial design.

In clinical practice, bacteria could contaminate not only the implants but also the tissues surrounding the implants.[@b36-ijn-8-4379] The bacteria that survived on the NT surface could lead to implant infection; especially when the NT surface was covered with protein. The in vitro study may predict that the NTs cannot prevent implant infection in vivo. Therefore, the in vivo study was designed to investigate the antibacterial efficacy of the NTs and NT-V.

### Antibacterial ability in vivo

According to the best of our knowledge, this is the first study to report the antibacterial ability of NTs in an animal model. [Figure 2](#f2-ijn-8-4379){ref-type="fig"} shows the surgical diagram, where the postoperative X-ray showed correct intramedullary placement of the Ti rods in the femur in all 36 animals ([Figure 2C](#f2-ijn-8-4379){ref-type="fig"}). Thirty days after the implantation, all the animals were killed and histological and microbiological methods were used to detect the infection. In all cases, the postimplant infection was investigated by agar plating and clinical assessment. All animals from the NT-V group were free of infection. Infection rates were 100% (12 of 12 animals) in the Cp-Ti group, and 92% (eleven of 12 animals) in the NT group. There was an excellent correlation between the agar plating (both the rods and the bone sample on the other side) and the clinical findings ([Figure 4](#f4-ijn-8-4379){ref-type="fig"}). In all the infected animals (both the Cp-Ti and NT groups), there was approximately 3 × 10^5^ CFU/mg of bone, which was found in all the serial dilutions. Therefore, there was a statistically significant reduction of the infection rates in the NT-V group as compared to that of the standard Cp-Ti group (*P*\<0.001). The NT-V group had good prophylaxis (no infection). Although the NT group had some robust antibacterial adhesion ability in vitro, it had poor prophylaxis in vivo ([Figure 4](#f4-ijn-8-4379){ref-type="fig"}). The antibacterial ability of the NT-V group toward *S. aureus* could have been attributed to the initial burst release of the vancomycin from the NT coating.

Poelstra et al reported that a 6-hour postimplant ''decisive period'' was identified, during which prevention of bacterial adhesion was critical to infection prophylaxis.[@b4-ijn-8-4379] Bacterial adhesion onto the implanted surfaces was critical for the pathogenesis of the implant-related infections.[@b4-ijn-8-4379],[@b5-ijn-8-4379] After the surgery, the bacteria that were not quickly attached onto the implant surface were rapidly destroyed by the immune system.[@b24-ijn-8-4379]

Cell adhesion, proliferation, and morphology
--------------------------------------------

Any new biomaterial must have good biocompatible properties before being used in clinical applications. In this study, the biocompatibility of NT-V was investigated by osteoblast morphology, adhesion, proliferation, and viability on the surface of NTs and NT-V ([Figure 5](#f5-ijn-8-4379){ref-type="fig"}).

As for the adhesion and proliferation studies, osteoblasts were seeded at 1 × 10^4^ cells/cm^2^. The experiments were conducted under standard cell-culture conditions of 6 and 24 hours' adhesion and 3 and 5 days of proliferation. Cells adhering onto three random fields (1 mm^2^ field size) per substrate were counted using Image-Pro Plus 6.0 software (Media Cybernetics, Rockville, MD, USA), and the results were reported as the average cell number (cells/mm^2^). [Figure 5A](#f5-ijn-8-4379){ref-type="fig"} shows that the nanostructured titanium (both NT and NT-V) improved the adhesion of the osteoblasts as compared to that of the Cp-Ti at 6 and 24 hours. The osteoblast adhesion rate on the NT-V was improved to 34% at 6 hours and to 29% at 24 hours (*P*\<0.05). [Figure 5A](#f5-ijn-8-4379){ref-type="fig"} shows that cell proliferation was improved on NT-V up to 31% on day 3 and up to 42% on day 5 (*P*\<0.05). This suggested that the topographical cues at the nanoscale level promoted cell adhesion and proliferation.

Cell proliferation on the materials (Cp-Ti, NTs, and NT-V) was also determined by the MTT assay. [Figure 5B](#f5-ijn-8-4379){ref-type="fig"} shows the absorbance measured for NT, NT-V, and surfaces after seeding the cells. Cell proliferation was much higher after 3 and 5 days of culturing on NTs and NT-V compared to Cp-Ti (*P*\<0.05). These results were strongly supported by results obtained from several other studies with different types of nanostructured surfaces.[@b15-ijn-8-4379],[@b18-ijn-8-4379],[@b20-ijn-8-4379],[@b21-ijn-8-4379],[@b24-ijn-8-4379] A significant increase (*P*\<0.05) was observed in both NT groups (NT and NT-V) compared to the Cp-Ti group during the entire incubation time, indicating the improved cytocompatibility of the NT coating. There was no significant difference between the NT group and the NT-V group. These results indicated that the NT-V (500 μg/cm^2^) did not impair nanotubular surface cell-function enhancement.

Cell morphology was also directly affected by the topography of the surface. The shapes of the osteoblasts cultured on Cp-Ti and NTs (both NTs and NT-V) were noticeably different. As observed in the SEM images (after 24 hours of incubation) represented in [Figure 5C](#f5-ijn-8-4379){ref-type="fig"}, the cells spread out on the NTs in a normal manner, forming lamellopodia and wide, thick filopodia, while cell adhesion and spreading was impaired without stable filopodia extension on the smooth TiO~2~ surface. The highly magnified SEM images were captured to visualize the cell extensions on nanotubular surfaces, with fewer filopodia on the smooth surface. [Figure 5C](#f5-ijn-8-4379){ref-type="fig"} shows a high-magnification SEM image of the osteoblast extension probing into the NTs.

Cell viability
--------------

Cell viability was investigated on day 1 and 2 of seeding on NT, NT-V, and Cp-Ti surfaces using the AO/EB assay. The cells were stained with AO/EB at room temperature and were observed on the Olympus CLSM, where the living cells appeared in green and the dead cells appeared in red. [Figure 5D](#f5-ijn-8-4379){ref-type="fig"} shows that all the cells were alive on all the three substrates (Cp-Ti, NT, and NT-V). The results showed that the NT-V group had no negative effects on the osteoblasts. Furthermore, the cells were more viable on nanotubular (both NT and NT-V) surfaces as compared to the smooth surfaces. Oh et al reported that nanotubular titanium promoted osteoblast function, since it initially absorbed greater amounts of proteins from the serum compared to unanodized titanium.[@b15-ijn-8-4379],[@b18-ijn-8-4379],[@b20-ijn-8-4379],[@b37-ijn-8-4379],[@b38-ijn-8-4379] The NTs absorbed more proteins compared to the smooth titanium, which led to improved cell function on the nanotubular surface of the Ti. This difference in cell behavior on the larger-diameter NTs might have been caused by the substantially different nature of the NTs (amorphous, anatase, and rutile phases), as well as different types of cells. Further studies are needed on the effects of NT dimensions, surface chemistry, and crystal structure on the cell-growth behavior of different cell types in order to understand the nature of cell function on NT substrates. In conclusion, these results demonstrated that NT-V (500 μg/cm^2^) showed not only a good prophylaxis but also good biocompatibility. The dose of vancomycin (500 μg/cm^2^) in this study did not have any adverse effects on osteoblast function.

This study had several limitations. First, only one type of NT (80 nm in diameter and 800 nm in length) and only one dose of vancomycin (500 μg/cm^2^) were used in the study. A more detailed evaluation of different types of NTs and different dosages of vancomycin need to be assessed for a more comprehensive study. Second, although the NT-V (500 μg/cm^2^) group had good in vitro biocompatibility, we did not detect in vivo osseointegration. Further studies should focus on the osseointegration of the NT-V surface in an in vivo study.

Conclusion
==========

NT-V improved antimicrobial activity and biocompatibility both in vitro and in vivo. The dose of vancomycin (500 μg/cm^2^) in this study did not show adverse effects on the function of the osteoblasts. NTs loaded with antibiotics could be potentially used as implant biomaterial in order to increase the osteoblast function and to decrease implant-related infection rates in orthopedics.
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![(**A**--**C**) TiO~2~ nanotubes and drug release. (**A**) Scanning electron microscopy (SEM) images of TiO~2~ nanotubes (top and cross-section views). The SEM image shows pores instead of nanotube structures, with pore diameters of about 80 nm and a length of about 800 nm. (**B** and **C**) Release kinetics of vancomycin loaded to the TiO~2~ nanotube Titanium (Ti) samples.](ijn-8-4379Fig1){#f1-ijn-8-4379}

![(**A**--**C**) Animal model (Sprague Dawley rats). (**A** and **B**) The Titanium (Ti) rods were implanted in the femur through the hole in the femoral intercondylar fossa; (**C**) postoperative X-ray with the implanted Ti rods in the femur.](ijn-8-4379Fig2){#f2-ijn-8-4379}

![(**A**--**D**) Antibacterial efficacy in vitro. (**A**) The bacteria had a normal morphology on commercially pure titanium (Cp-Ti; white arrow) and TiO~2~ nanotubes (NTs) (when the NTs were filled with matrix constituents). However, the bacteria morphology was impaired when cultured on the NTs loaded with vancomycin (NT-V; green arrow) and NTs (red arrow), where the NTs were not filled with the matrix constituents. (**B**) Fluorescence microscopy images of the bacteria stained with Syto--9 and propidium iodide after 2 and 6 hours of culture on Cp-Ti, NT, and NT-V. The live bacteria appeared green while the dead bacteria appeared in red. The confocal laser scanning microscopy images of *Staphylococcus aureus* colonies after 6 hours of culture on Cp-Ti, NT, and NT-V, respectively. (**C**) The *S. aureus* bacterial colonies had a different bacterial density on the tested sample surfaces after 2 and 6 hours. (**D**) Planktonic bacterial viability in the medium after culture. There were obviously more bacterial colonies on the samples without vancomycin.](ijn-8-4379Fig3){#f3-ijn-8-4379}

![(**A** and **B**) Antibacterial efficacy in vivo. (**A**) Microbiological assessment. (**B**) The animal with the nanotubes (NTs) loaded with vancomycin (NT-V) implants: no culture growth of the Titanium (Ti) rod and bone sample on the agar plates. The animal with TiO~2~ NT and commercially pure titanium (Cp-Ti) implants: positive culture growth on agar plates of the rolled out Ti rod and the bone sample surrounding the implant.](ijn-8-4379Fig4){#f4-ijn-8-4379}

![(**A**--**D**) Cell behavior on commercially pure titanium (Cp-Ti), TiO~2~ nanotubes (NTs), and NTs loaded with vancomycin (NT-V). (**A** and **B**) Cell adhesion was increased on NTs (both NT and NT-V) compared with the Cp-Ti at 6 and 24 hours (h). At 3 and 5 days (d), the cell numbers had a higher proliferation on the NTs and NT-V compared with the Cp-Ti. (**B**)The cell proliferation was assessed using MTT-based methods at different time of incubation on the different substrates. (**C**) Scanning electron microscopy (SEM) micrographs of osteoblasts on Cp-Ti, NT, and NT-V surfaces after 3 days of culture. Higher magnification of the SEM micrographs of osteoblasts on Cp-Ti, NT, and NT-V surfaces showed a much more pronounced protrusion of filopodia, with a significantly longer configuration and a high degree of contact on the NTs (both NT and NT-V) compared to those of the Cp-Ti. The filopodia were also protruding into the nanotube holes on the NTs and NT-V. (**D**) Fluorescence micrographs of the osteoblast cells after 24 and 48 hours of culture with Cp-Ti, NTs, and NT-V. Living cells (green) and dead cells (red) were stained with acridine orange/ethidium bromide and were visualized using fluorescence microscopy.](ijn-8-4379Fig5){#f5-ijn-8-4379}
